
ORDA SITE SURVEY Test Equipment Checklist DRAFT 

Qty Item Available 
(Y/N) 

Last Calibration Date 

1 Adapter SMA female-BNC female, Pomona 4291 or equiv.  N/A 
1 Adapter type N female-SMA female, Pomona 4299 or equiv.  N/A 
1 Adapter type N female-SMA male, Pomona 4298 or equiv.  N/A 
1 Adapter SMA female-SMA female, Pomona 4285 or equiv.  N/A 
1 Adapter right angle SMA female-SMA male, Pomona 4282 

or equivalent 
 N/A 

1 Adapter SMA female-BNC male, Pomona 4220 or equiv.  N/A 
1 Termination 50 Ohm SMA male (SERD 37), HP908A (N-

type), Pomona 4286, or equiv. 
 N/A 

2 Adapter BNC-T (female-male-female), Pomona 3285 or 
equivalent 

 N/A 

1 Adapter type N male-SMA female, Pomona 4297 or equiv.  N/A 
1 Adapter type N female-type N female, Pomona 3841 or 

equivalent 
 N/A 

1 Attenuator coaxial 30dB type N (SERD 38A), HP8491 A-
030-890 series or equiv. 

 N/A 

1 Attenuator step 0-110 dB (SERD 45), HP8496A OPT 001-
UK6 

 N/A 

1 Attenuator step 0-11 dB (SERD 44), HP8494A OPT 001-
UK6 

 N/A 

1 Attenuator set (SERD 38), HP11581A-890 or equiv.  N/A 
1 Cable test RF coaxial SMA male-SMA male 6 ft RG-142B  N/A 
2 Cable test coaxial BNC male-BNC male 8ft RG-59  N/A 
1 Cable RF type N male-type N male 8 ft RG-214 (SERD 55)  N/A 
1 Calculator scientific  N/A 
1 Counter RF frequency (SERD 47), HP5350B OPT 001 or 

equivalent 
  

1 Detector crystal (SERD 18) HP23B option 003, HP423B 
OPT 003, or equivalent 

  

1 Generator RF signal 10 MHz-8GHz (SERD 49), Gigatronic 
600 .01-8 Option 3, or equiv. 

  

1 Multimeter handheld (SERD 12 and 65), Fluke 87, Fluke 
8060A, or equiv. 

  

1 Multimeter Test Lead Set, Fluke 41834, Fluke 8140, or 
equivalent 

 N/A 

1 Clip alligator std pin, Fluke AC70 (compatible w/Y8131 test 
leads) or equiv. 

 N/A 

1 Oscilloscope (SERD 11) Tektronix 2236A-02, 2235A, 
TDS420, or equiv. 

  

1 Meter power (SERD 9), HP436A or equiv.   
1 Cable power sensor 5 ft, HP11730A or equiv.  N/A 
1 Cable power sensor 20 ft, HP11730C or equiv.  N/A 
1 Power sensor +10dBm to +50dBm (SERD 27), HP8481H or 

equivalent 
  

1 Power sensor –30dBm to +20dBm (SERD 43), HP8481A or 
equivalent 

  

1 Power sensor –70dBm to –20dBm (SERD 10), HP8484 or 
equivalent 

  

1 Attenuator coaxial 30dB type N connector, for HP8484 
power sensor 

 N/A 

1 4-way Power splitter (SERD 36), Narda 3324-4  N/A 
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1 Probe logic (SERD 55), HP545A or equiv.   
1 Spectrum Analyzer (SERD 16), HP8563A   
1 Thermometer Fahrenheit   
1 Stopwatch  N/A 
1 Dolly (“hand-truck”) at storage location  N/A 
1 Dolly (“hand-truck”) at RDA Shelter  N/A 
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